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ABSTRACT

We provide new measurements of wavenumbers and line identifications of 10,100 U i and U ii near-infrared (NIR)
emission lines between 2500 cm−1 and 12,000 cm−1 (4000–850 nm) using archival Fourier transform spectrometer
spectra from the National Solar Observatory. This line list includes isolated uranium lines in the Y, J,H,K , and
L bands (0.9–1.1 μm, 1.2–1.35 μm, 1.5–1.65 μm, 2.0–2.4 μm, and 3.0–4.0 μm, respectively), and provides six
times as many calibration lines as thorium in the NIR spectral range. The line lists we provide enable inexpensive,
commercially available uranium hollow cathode lamps to be used for high-precision wavelength calibration of
existing and future high-resolution NIR spectrographs.
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1. INTRODUCTION

Astronomical spectrographs are used for a variety of high-
precision measurements, ranging from the discovery of low-
mass exoplanets (Mayor et al. 2009) to the possible variation of
fundamental constants, such as the fine structure constant (Webb
et al. 2001) or the proton–electron mass ratio (Malec et al. 2010).
These works require excellent wavelength calibration sources
and a detailed understanding of the associated uncertainties and
systematics. In the era of extremely large telescopes (ELTs),
it is often the accuracy of the calibration source, not the
intrinsic photon noise, that limits the achievable precision.
Furthermore, the science goals of future ELTs will require
very high precision calibration sources. Below 900 nm, the
well-established thorium–argon (Th/Ar) hollow cathode lamps
have been a workhorse (Palmer & Engleman 1983). Continual
improvements in the line list have now enabled Th lamps to be
used to calibrate almost the entire optical bandpass with high
precision (Lovis & Pepe 2007; Murphy et al. 2007).

In contrast to the optical, the near infrared (NIR) does not
yet have a widely used calibrator like Th/Ar (see Mahadevan
& Ge 2009 for a detailed discussion). Kerber et al. (2008) have
provided an atlas of Th/Ar lines in the NIR, which is sufficient
for precisions of ≈50 m s−1 on CRIRES (Cryogenic high-
resolution Infrared echelle Spectrograph; Kaeufl et al. 2004),
but the density of Th lines is relatively low in the NIR, and many
of the thorium lines are very weak. Better precisions of 6–10 m
s−1 have been achieved by Figueira et al. (2010) with telluric
CO2 lines, and 5 m s−1 by Bean et al. (2010) with an ammonia
(NH3) gas cell in the K band. Such calibration techniques are
suitable for specific problems, but are only useful over specific
ranges of the NIR.

An ideal emission calibration source would cover the ob-
served spectrum in a forest of isolated lines of similar intensity,
with the intrinsic wavelength of each line known to a high de-
gree of precision. Laser frequency combs are such a calibration
source (Murphy et al. 2007; Osterman et al. 2007; Braje et al.
2008; Quinlan et al. 2010), but there are numerous technical

hurdles before these systems will be considered turn-key: they
are expensive to build and operate, they have yet to demonstrate
the long-term stability and desired wavelength coverage for the
NIR. Hollow cathode lamps, being significantly less expensive
and easier to use, are the preferred wavelength calibration solu-
tion for most astrophysical spectrographs. We refer the reader to
Kerber et al. (2007) for a comprehensive review of the design,
construction, and operation of hollow cathode lamps. Thorium
(232Th), an element often used as the cathode for such lamps,
exhibits many of the desired characteristics of an atomic emis-
sion calibration source: it has many energy levels (leading to
many lines), a heavy nucleus, a very long half-life, and occurs
in nature as a single isotope. Uranium shares all of these charac-
teristics except for the last: it has three naturally occurring iso-
topes, the major component being uranium-238 (99.275%), with
much smaller amounts of uranium-235 (0.720%) and uranium-
234 (0.005%) (Rosman & Taylor 1998). These isotopes could
limit the achievable precision, but the second most abundant
isotope, uranium-235, has hyperfine structure, so the fine struc-
ture transitions are spread over several lines and are thus much
less intense. For practical purposes, all of the uranium lines are
observed as “single” lines in the Fourier transform spectrome-
ter (FTS) spectra. In this paper, we propose an inexpensive and
simple solution to the calibration problem in the NIR: the use
of uranium hollow cathode lamps, which provide a high density
of emission lines across the NIR spectral region.

Prior works have noted that uranium might prove a higher
line density calibration source than thorium (Engleman 2003).
Experiments with a variety of metals and fill gases in hol-
low cathode lamps on the Pathfinder spectrographic testbed
(Ramsey et al. 2008; Ramsey et al. 2010) between 1 μm and
1.6 μm confirms this. Figure 1 shows 25 s exposures of Th/Ar,
U/Ar, and U/Ne obtained with Pathfinder. All lamps were run
at 14 mA and share the same optical alignment. In addition to
the greater line density of uranium lines, we note that neon lines
in our U/Ne spectra are much less intense than argon lines in
our U/Ar spectra. These results are typical for our observations
in the NIR.
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Figure 1. Y-band observations with the Pathfinder spectrograph (Ramsey et al. 2008; Ramsey et al. 2010) of Th/Ar (top left), U/Ar (top right), and U/Ne (bottom).
All lamps were run at 14 mA through the same optical alignment, and all three images are the median average of twenty-five 25 s exposures. Thus, lines common
between the top exposures are argon, etc. The scale of each image is shown at the bottom of each image, and has been adjusted to bring out the faintest lines. Note
the much higher background present in the Ar images; bright argon lines mask out the fainter actinides. Multiplexer cross-talk is responsible for the negative images
of bright lines in adjacent quadrants. Neon provides a much cleaner image; the faint inter-order scattered light pattern in the U/Ne exposure (visible as a set of faint
diagonal streaks) is from three relatively bright neon lines in spectral orders not present on the array.

Using archival FTS data from the Kitt Peak National Solar
Observatory (hereafter NSO), we have identified 10,100 ura-
nium lines between 0.85 μm and 4 μm, most of which are
below 2 μm. This line list complements work by Palmer et al.
(1980), who provided uranium identifications for bright uranium
lines from 26,000 cm−1 down to 11,000 cm−1 (3846–9091 Å),
and Conway et al. (1984), who compiled a list of uranium lines
between 1.8 μm and 5.5 μm. Our goal is to provide the astro-
physical community with a list of largely unblended wavelength
standards that can be used for the calibration of current and fu-
ture NIR spectrographs.

In Section 2, we describe the archival FTS data from which
we derived our measurements and line lists, and in Section 3 we
describe the construction of the line lists and the determination
of uncertainties. In Section 4, we present the results of this
line list, and in Section 5 we compare our line list to historical

uranium line lists and to recent thorium line lists. In Section 6,
we summarize our conclusions.

2. FOURIER TRANSFORM SPECTRA

The observations used for our measurements were made
with the 1 m FTS on Kitt Peak (Brault 1976) between 1979
and 2002, and are publicly available on the NSO Web site.5

We selected two high-current U/Ar spectra taken with InSb
detectors, two low-current U/Ar spectra to check for plasma
shifts, and one high-current U/Ne spectrum to search for lines
above 9000 cm−1. Plasma shifts in this paper refer to line shifts
from some combination of effects including: collisions with
neutral atoms, electrons, and ions, and Stark effect due to static

5 http://diglib.nso.edu/nso_user.html
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Table 1
NSO FTS Observations

Spectrum Archive Species Current Wavenumber (cm−1) κ δκ

Number Filename (mA) Start End (/10−7) (/10−7)

SP1 020227.023 U/Ar 26 3900 14400 2.13 0.66
SP2 020227.024 U/Ar 26 4100 14400 2.09 0.64
SP3 790221.005 U/Ne 75 8300 22200 −4.62 0.54
SP4 820520.003 U/Ar 169 1800 9300 −6.38 0.83
SP5 801214.005 U/Ar 300 2400 9500 −15.08 0.82

Note. Uranium–argon and uranium–neon FTS spectra from the NSO Archive.

electric fields, and in the case of ion lines the Doppler effect due
to ion drift motion. A summary of these data can be found in
Table 1. The first column is the spectrum number (shorthand
which is used throughout the text). The second column is
the name of the archive data file (the first six digits indicate
the year, month, and day of the observations, respectively,
and the last three indicate the spectrum number of that day).
The third column is the lamp type (either uranium–neon or
uranium–argon). Column four is the lamp current in mA. The
wavenumber range of the observation is given in the next two
columns. Column seven is the wavenumber correction factor (κ ,
defined below) applied to each spectrum, and column eight is
the standard error of the mean in that factor (both divided by
10−7 for readability).

These data were reduced and analyzed using the interac-
tive computer program Xgremlin, which is an X-windows im-
plementation of Brault’s gremlin program (Brault & Abrams
1989) that was developed by Griesmann (Nave et al. 1997).
The earlier uranium interferograms (SP3, SP4, and SP5) were
taken with unequal numbers of points on each side of the zero
path difference and the line profiles in the corresponding spectra
have large, antisymmetric imaginary parts. Such spectra require
careful phase correction in order to ensure that none of the
imaginary part of the line profile is rotated into the real part,
causing a dispersion-shaped instrumental profile (Learner et al.
1995). We re-transformed SP4 and SP5 from the original in-
terferograms in order to confirm that the phase correction was
done correctly. In all cases, the residual phase errors were less
than 20 mrad, corresponding to a maximum wavenumber shift
of 0.0003 cm−1.

Independent data reductions of SP5 were carried out by two
of us (Redman and Lawler). In these approaches, lines were
kept if they appeared in both SP4 and SP5, had a signal-to-noise
ratio (S/N) above 10, and were symmetric and had a consistent
width. Numerical derivatives (Redman) or integrals (Lawler)
were used to determine the center-of-gravity wavenumbers.
In regions where these independent reductions overlapped,
matching wavenumbers (within 0.01 cm−1) were averaged with
equal weighting. Ninety-seven percent of the lines identified
via these independent analyses were within 0.002 cm−1 of
each other. Where SP4 and SP5 wavenumbers matched within
0.01 cm−1, they were averaged, with twice as much weight
given to the higher-current spectrum SP5.

A thermal continuum is observed in our spectra in the
wavelength region above 1.5 μm. This was subtracted from the
spectra. All lines with an S/N of at least 10 in SP4 and SP5 and
20 in SP3 were then found in these spectra. Voigt profiles were
fitted to these lines to obtain the wavenumbers, peak intensities,
line widths, and Voigt line shape parameters. Since spectrum
SP3 was taken in air, all wavenumbers in this spectrum were

converted to vacuum wavenumbers with the formulae of Edlén
(1966) using the pressure, temperature, and humidity in the
header. We estimate residual errors in the wavenumbers from
this correction to be less than 0.0004 cm−1. We also calculated
these wavenumbers using Equation (3) of Peck & Reeder (1972),
but found the wavenumbers differed from those obtained with
the Edlén formula by less than a factor of four parts in 109.

The wavenumber scale of an FTS is linear and is defined by the
control laser used to measure the optical path difference in the
interferometer. However, differences in the optical path through
the FTS between the laser and the lamp beam result in a small
stretching or compression of the wavenumber scale. This effect
can be corrected by measuring the wavenumbers of standard
lines throughout the spectrum and using them to calculate a
multiplicative wavenumber correction factor, κi , using

κi = σstd,i

σobs,i
− 1, (1)

where σobs,i is the wavenumber of a line observed in the spectrum
and σstd,i is the wavenumber of that line, based on an independent
wavelength calibration. The wavenumber correction factor for
the spectrum κ is calculated from the weighted mean of the
κi . All the wavenumbers in the spectrum are multiplied by
(1 + κ) to put them on an absolute scale. Measurements of κ
for spectra SP3 and SP5 can be seen in Figure 2. The legend
quotes the trimmed mean (including only points that lie within
three standard deviations of the mean κ) of κ for each species,
along with an uncertainty that is the sum of the standard error
of the mean and the uncertainties of the absolute calibrants.

Wavenumber standards for the calibration of our spectra were
taken from three references: Ar i lines from Whaling et al. (2002)
measured using an FTS, Ne lines from Sansonetti et al. (2004)
measured using an FTS, and eight U lines from Degraffenreid
& Sansonetti (2002) measured using laser spectroscopy. The
Ar i wavenumbers of Whaling et al. (2002) have been shown
to be too large by 6.7 parts in 108 by Sansonetti (2007).
Wavenumbers of Ar i lines are also susceptible to plasma shifts,
but Kerber et al. (2008) showed that these shifts are less than
0.0003 cm−1 (3 parts in 107) for Ar i lines with upper levels less
than 115,000 cm−1. We thus calibrated spectra SP1, SP2, SP4,
and SP5 with Ar i lines with upper levels below 115,000 cm−1

using wavenumbers taken from Whaling et al. (2002), with the
correction of Sansonetti (2007).

The uranium lines of Degraffenreid & Sansonetti (2002)
appear in spectra SP1, SP2, and SP3, but cover a small
wavenumber range between 13,269 cm−1 and 14,391 cm−1.
The calibration of SP1 and SP2 using these lines agrees with
the calibration using Ar i lines to 7 parts in 108, which is within
the combined uncertainties for spectrum SP2. Spectrum SP3
contains the uranium lines of Degraffenreid & Sansonetti (2002)
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Figure 2. Top: wavenumber correction factor of SP1, using wavenumber standards from Whaling et al. (2002) and Sansonetti (2007; Ar i and Ar ii lines) and
Degraffenreid & Sansonetti (2002; U lines). Uncertainties in this plot are calculated via Equation (3). Bottom: the same, but for SP3 (U/Ne). The neon standards come
from Sansonetti et al. (2004), and a comparison to the uranium lines of SP1 are from this work.

and neon lines of Sansonetti et al. (2004). The neon standards,
however, show a slope in the correction factor of about 2 parts
in 107 between 9000 cm−1 and 14,000 cm−1. Since we observe
similar slopes on other uranium/neon spectra we studied during
selection of the five spectra we have chosen for this work, we
believe this slope is present in the neon lines of Sansonetti et al.
(2004) and not in spectrum SP3. The calibrated uranium lines of
SP3 agree with those measured in spectra SP1 and SP2 within
the joint uncertainties (see Figure 2). Therefore, we used only
the uranium lines from Degraffenreid & Sansonetti (2002) to
calibrate spectrum SP3.

We went through each spectrum individually to check and
make sure each feature identified by Xgremlin was indeed a
line and not a ghost or ringing. Some of these features were
expurgated by modeling the measured uranium line widths (as a
function of wavenumber) with a second-order polynomial, and

measuring the standard deviation of those line widths. Potential
uranium lines or unidentified lines with line widths greater than
or less than three standard deviations from this polynomial fit
were culled from the line list. An example of this is given in
Figure 3. We realize that this technique likely eliminated highly
blended uranium lines, but this is perfectly in line with our goals,
since these blended lines cannot be used for precise wavelength
calibration.

A relative radiometric calibration of the intensities in Table 2
was performed to convert all intensities to a relative photon
flux. The SP3 and SP5 radiometric calibrations are based on
tungsten strip lamp spectra recorded shortly before or after the
uranium data and (in the case of SP5) on the relative intensities
of Ar i lines embedded in the uranium hollow cathode lamp
spectra. The tungsten strip lamp was calibrated as a spectral
radiance standard above 6500 cm−1. Below this, we estimated
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Figure 3. Diagnostic plot showing how we first culled blended lines and spurious features from SP5. Argon lines are wider than uranium lines, and these line widths
increase gradually with increasing wavenumber. These changes are well fit by a second-order polynomial (gray line for uranium, pink dashed line for argon). Potential
uranium lines with line widths more than three standard deviations from this fit (red lines) were culled from the list. Approximately 24% of all potential uranium lines
were culled in this manner. This technique also removes blended uranium lines from our line list, which are not as useful for precise wavelength measurements.

Table 2
Uranium Line List Sample

Wavenumber Wavelength Relative Species Upper Lower Notes

Wavenumber Uncertainty Wavelength Uncertainty Photon Flux Energy J Energy J σRitz − 〈σ 〉
(cm−1) (10−3 cm−1) (nm) (pm) (cm−1) (cm−1) (10−3 cm−1)

6467.6270 1.1 1546.1621 0.3 3.35 ?
6467.8736 0.5 1546.1032 0.1 33.59 U ii 15812 7/2 9344 5/2 1.4
6468.2394 0.9 1546.0157 0.2 6.38 U ii 19097 11/2 12629 13/2 −1.4
6468.9299 0.6 1545.8507 0.2 86.08 U i 23560 4 17091 3 1.1
6469.7201 1.1 1545.6619 0.3 2.38 U i 27150 8 20680 7 −1.1
6470.1238 0.6 1545.5655 0.2 16.26 U i 24535 5 18065 5 0.2
6470.2048 1.6 1545.5461 0.4 3.32 U ii 22868 9/2 16397 11/2 0.2

U i 30443 2 23973 3 −0.8
6470.2715 0.9 1545.5302 0.2 3.87 U i 21329 7 14858 7 −0.5
6470.9276 0.6 1545.3735 0.1 49.91 U i 34086 5 27615 6 3.4
6471.4221 0.6 1545.2554 0.1 16.93 U i 22377 5 15906 6 1.9 bl
6471.5367 0.9 1545.2280 0.2 4.12 U i 18260 2 11788 3 1.3
6471.6477 1.6 1545.2015 0.4 2.72 U ii 24923 13/2 18451 13/2 0.3
6471.8228 0.6 1545.1597 0.1 36.65 U i 23932 5 17461 5 0.2
6472.0924 0.6 1545.0954 0.1 64.63 Ar

Notes. A small example of the uranium line list. The classifications are given for U i and U ii lines, as are the offsets from the Ritz energy level
differences. Lines unassociated with known uranium level transitions are identified as a “?.” These lines are likely also uranium lines, based on their
narrow line widths. A “bl” in the last column indicates a line which appears to be blended at the resolution of the FTS.

(This table is available in its entirety in a machine-readable form in the online journal. A portion is shown here for guidance regarding its form and
content.)

the spectrum using a 2400 K blackbody curve. We confirmed
our calibration by measuring relative intensities of Ar i lines in
our spectrum and comparing them to published branching ratios
(Whaling et al. 1993).

During the data analysis we did not observe any self-reversed
lines. The extraordinarily rich energy level structure of neutral
and ionized U tends to suppress optical depth errors in the
relative intensities of Table 2, even at relatively high lamp
currents.

3. LINE LIST CONSTRUCTION

The quality of spectrum SP5 was noticeably better than
spectrum SP3 (which had a lower S/N) and spectrum SP4
(which exhibited spurious ringing around bright lines of an
unknown origin), and we therefore elected to weight this
spectrum twice as much as these spectra. This line list was
first matched to known argon lines from Whaling et al. (2002)
or neon lines from Sansonetti et al. (2004), depending on the
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source, within a 0.01 cm−1 window. To identify the uranium
lines, we first calculated possible transition wavenumbers from
energy level differences (Ritz wavenumbers) using the database
of actinides,6 which are based upon Blaise & Radziemski (1976)
and Blaise et al. (1994). Since these Ritz wavenumbers are based
on a least-squares adjustment of all of the lines, the impact of
blended lines is minimized. All lines were compared to these
energy level transitions using the same 0.01 cm−1 window
function. Uranium and noble gas lines were distinguished
primarily based upon the line widths.

After this initial identification procedure, roughly 30% of
the lines had more than one possible classification. Many of
these multiple classifications are incorrect. They occur because
the high density of spectral lines and energy levels in the ura-
nium spectrum gives rise to many spurious coincidences be-
tween measured wavenumbers and energy level differences.
The classifications of each of these lines was examined to de-
termine the most probable classification. The primary criterion
was the agreement between the observed wavenumber and the
wavenumber derived from the energy levels (the Ritz wavenum-
ber). For this to be a useful criterion, accurate energy levels
are needed. The majority of the energy levels from Blaise &
Radziemski (1976) and Blaise et al. (1994) match our spectra
within 0.001 cm−1. For some levels, the difference between
the observed and Ritz wavenumbers was much larger. In these
cases, a consistent difference was found for all the lines from
the upper level, indicating that the value of the energy level
was not consistent with our data. Although better agreement
would be obtained by optimizing the energy levels to our data,
our spectra do not cover a sufficiently large wavenumber re-
gion for an optimization of all uranium energy levels. We have
thus used the energy levels from the database of the actinides
without adjustment. An additional criterion for the acceptance
of a classification of a line was the energy of the upper level
of the transition. The majority of the lines in our spectra have
upper energy levels below 35,000 cm−1 and strong lines usually
have upper levels at even lower energies. After sorting our line
list this way, very few (205) lines have more than one possible
classification.

3.1. Uncertainties

The uncertainty of a measured line position is a combination
of the uncertainty in the measurement and the uncertainty in the
standard lines used to set the wavelength scale. Typically, these
two measurements have been treated as if they are independent
of each other, so that they are added in quadrature. However,
the uncertainty of the standard lines usually consist of two
components: a statistical component, which is the standard
deviation of the measurements, and a systematic component,
which is common to all of the standard lines (e.g., the standard
error of the mean of the original calibration of the standard lines).
The systematic component is usually small, but can accumulate
to a non-trivial level if the lines are calibrated with numerous
intermediary standards. In such a case, these measurements
are not statistically independent, and should be added together
linearly rather than in quadrature. As such, we have chosen to
add our uncertainties linearly.

The weighted uncertainty in the wavenumber correction
factor of a particular spectrum (δSPX,κ ) is given by

6 http://www.lac.u-psud.fr/Database/Tab-energy/Uranium/U-el-dir.html

δSPX,κ =
√√√√ 1∑N

i=1
1

δ2
κ,i

+

〈
δstd,i

σstd,i

〉
, (2)

where the first term is the standard error of the mean of the
measured wavenumber correction factors, and the second term
is the mean of the ratio of the uncertainty in the wavenumber of
the standard, δstd,i, and the wavenumber of the standards, σstd,i.
The weighting factor is based on the uncertainty of each of the
individual measurements of κi :

δκ,i =
√(

∂κ

∂σstd,i

)2

δ2
std,i +

(
∂κ

∂σobs,i

)2

δ2
lc,i , (3)

where δstd,i is the uncertainty in the line from the literature, and
δlc,i is the statistical uncertainty of the line center:

δlc,i = Wi

S/Ni

, (4)

where Wi is the width of the line and S/Ni is the S/N of the
line. This equation is derived from Equation (9.2) in Davis et al.
(2001), assuming only one statistically independent point in a
line width, which is typical for our undersampled spectra.

In a given spectrum SPX, the uncertainty in the wavenumber
of a line i is the sum of the statistical uncertainty (Equation (4))
and the uncertainty in the wavenumber correction factor:

δSPX,i = σobs,iδSPX,κ +
Wi

S/Ni

. (5)

When a line was found in multiple spectra, these spectrum-
specific uncertainties were added in inverse quadrature:

δi =
(

1

δ2
SPX,i

+
1

δ2
SPY,i

+ · · ·
)− 1

2

. (6)

4. RESULTS

The complete table of uranium lines is several hundred pages
long, and is available in the online version of this journal. A
short selection of the complete list is presented in Table 2 to aid
in the interpretation of the machine-readable (ASCII) table.

The first column is the weighted mean wavenumber, in
cm−1, with twice as much weight given to the line position
measurements of spectrum SP5 than to spectra SP3 or SP4.
The second column is the combined standard uncertainty in
the wavenumber measurement (as outlined in Section 3.1, in
10−3 cm−1). The third and fourth columns are the corresponding
vacuum wavelength and wavelength uncertainties. The fifth
column lists the calibrated intensity of the spectral features. The
sixth column provides the species identification, and ionization
state for uranium lines. A “?” in this column indicates that
the line does not fall within 0.01 cm−1 of a possible uranium
transition based on Ritz wavenumbers, but that is most likely
uranium, based on the line width. The next four columns are
the upper and lower energy levels for uranium transitions. The
eleventh column is the difference between the Ritz energy level
transition and the observed wavenumber of the line. The last
column provides notes on the particular lines; lines that exhibit
noticeable asymmetries are denoted with a “bl” to indicate that
they appear to be blended at the resolution of the FTS.
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Figure 4. Wavenumber difference (in cm−1) between our highest-current spectrum (SP5, 300 mA) and our lowest-current spectrum (SP1, 26 mA) as a function of the
upper energy level of the transition. The uncertainties are the sum in quadrature of the uncertainties in SP1 and SP5. The lack of a trend indicates that plasma shifts
are not an issue for these upper energy levels.

Although it is tempting to convert our data to emission branch-
ing fractions for various upper levels which decay primarily in
the IR, we strongly argue that the reader resist doing so for the
following reasons. First, we did not perform the calibration, and
cannot be assured of its validity (although we believe the header
data to be accurate). Second, our intensity calibration is less
reliable below 6500 cm−1, where we used a 2400 K blackbody
curve and Ar i branching fractions to estimate the tungsten strip
spectrum beyond its measured range. Third, any branching frac-
tions deduced solely from this work will be incomplete, because
we only analyze the IR. At the very least, some additional tests
are desirable. Specifically, a check for possible optical depth
errors on some of the strongest emission lines to low lying lev-
els should be performed by re-measuring their branching ratios
over a range of lamp currents.

The physical conditions of the plasma inside the hollow
cathode lamp can shift the spectral lines systematically. Such
shifts are found by comparing data taken under a variety
of conditions. We compared the lines from our low-current
observations (SP1 and SP2) to the lines of our highest-current
observation (SP5). No systematic plasma shifts were observed
at the 10−3 cm−1 level (see Figure 4).

In all, we identified 8991 U i lines and 1150 U ii lines. One
thousand two hundred forty-four lines remain unidentified, but
are likely to be U i or U ii, based on their narrow line widths.
We see no uranium-235 lines in our spectra, both because
of the relatively low abundance of this isotope, and because
hyperfine structure lowers the intensity of these lines relative to
uranium-238.

To assist with the use of this line list in the H band, we have
constructed an atlas of uranium–neon lines between 14540 Å
and 16380 Å. This atlas was measured at a resolution of
50,000 using Pathfinder, and independently calibrated with a
laser frequency comb. The U/Ne hollow cathode lamp was run
at 14 mA. Measurements of the spectral peaks of these lines
show excellent agreement with the FTS-measured wavenumbers
in this publication. This spectroscopic atlas will be published
separately (S. L. Redman et al. 2011, in preparation).

5. COMPARISON WITH OTHER URANIUM AND
THORIUM LINE LISTS

Our line list overlaps those of Palmer et al. (1980) between
11,000 cm−1 and 12,000 cm−1, and those of Conway et al.
(1984) between 2500 cm−1 and 5500 cm−1. A comparison of
our wavenumbers is shown in Figure 5. All the wavenumbers
of Palmer & Engleman are (0.75 ± 0.53) × 10−3 cm−1 greater
than ours. Palmer et al. (1980) did not calibrate their spectra
with standard lines and the only corrections they made to their
wavenumber scale were due to the refractive index of air and
the finite aperture of the FTS. This likely accounts for the
difference between our two wavenumber scales. That being said,
their estimated uncertainties overlap our measurements within
one or two standard deviations. Several outliers are low-S/N
lines near bright lines, and as such are difficult to measure. Our
measurements of these lines differ slightly from those of Palmer
et al. (1980), but these lines are likely to not be very useful for
high-precision calibration anyway.

The comparison to Conway et al. (1984; bottom frame of
Figure 5) is on the same scale and shows a much larger
scatter. This is not surprising, considering their measurements
have an order of magnitude less precision than our own
measurements. Even so, our measurements agree to within
(1.26 ± 0.80) × 10−3 cm−1.

The top plot in Figure 6 shows a histogram comparing the
population density of uranium lines from this work and thorium
lines from Kerber et al. (2008). Note that the lamp used in the
latter was run at 20 mA, much less than the lamp currents of the
FTS uranium observations, so more thorium lines undoubtedly
exist in the NIR that have not yet been published. The difference
in quantity between this line list and Kerber’s excellent Th/Ar
work is quantified in Table 3. The gap in the uranium line
density around 9250 cm−1 is an artifact of the spectral response
function of the archival data used to create this line list, and
not representative of the true number of uranium lines in this
region. The response functions of spectra SP5 and SP3 are
plotted in this same panel, and are based upon tungsten strip
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Figure 5. Comparisons to historical uranium line lists. Top: a comparison to the lines of Palmer et al. (1980). The average offset and one standard deviation of this
offset is (0.75 ± 0.53) × 10−3 cm−1. The equivalent velocity offset and single standard deviation (using the central wavenumber) is (20 ± 14) m s−1. The fact that the
statistical deviation between the two data sets is smaller than the estimated uncertainty for most lines indicates that Palmer et al. (1980) did a good job estimating the
uncertainty of their uncalibrated data. Some outliers are weak lines near bright, unresolved uranium lines (which exhibit ringing); these lines are difficult to measure,
and our measurements differ slightly from those of Palmer et al. (1980). Bottom: a comparison to the lines of Conway et al. (1984). The average offset and one standard
deviation of this offset is (1.26 ± 0.80) × 10−3 cm−1. Error bars in each are the sum in quadrature of our uncertainties and the uncertainties of the aforementioned
authors. In the case of Conway et al. (1984), we have omitted the error bars for readability; the average error bar in this case is ±0.001 cm−1. The equivalent velocity
offset and single standard deviation (using the central wavenumber) is (57 ± 36) m s−1.

Figure 6. Histograms of the number of documented standard uranium, thorium, argon, and neon lines in the NIR. It is important to note that these distributions are
not necessarily proportional to the intrinsic distribution density of these spectral lines, since these lines are compiled from various sources and different observation
conditions. Top: histograms of the uranium (this work) and thorium (Kerber et al. 2008) lines in the NIR. The large gap in the number of uranium lines around
9250 cm−1 is from a gap in the spectral response functions of these archived data. The spectral response functions of SP5 (left) and SP3 (right) are based upon tungsten
strip lamp spectra taken with the same observing conditions as the U/Ar or U/Ne spectra. The drop in the number of uranium lines above 12,000 cm−1 is purely
artificial, based on our chosen upper limit for this compilation. Bottom: the same, but for argon (Whaling et al. 2002; Sansonetti 2007) and neon standards (Sansonetti
et al. 2004).

(A color version of this figure is available in the online journal.)

lamp spectra taken under the same observing conditions as their
corresponding uranium spectra.

The bottom plot in Figure 6 shows a comparison between
the number of neon and argon lines in the same spectral region
(bottom). As shown in Figure 1, not only are the neon lines less
numerous, they are also much fainter than argon lines in the
same spectral region.

6. CONCLUSIONS

We have measured 10,100 uranium lines in the NIR, which
represents a significant increase in the number of calibration
lines over the current NIR emission standard, Th/Ar. This line
list has been generated specifically with astronomical appli-
cations in mind—we have taken care to avoid blended lines,

8



The Astrophysical Journal Supplement Series, 195:24 (9pp), 2011 August Redman et al.

Table 3
Thorium and Uranium Line Quantities in Astrophysical Bands of the NIR

Band Wavelength NTh NU

Range (μm)

Y 0.9–1.1 437 1864
J 1.2–1.35 265 1253
H 1.5–1.65 94 1175
K 2.0–2.4 71 774
L 3.0–4.0 18 15
M 4.5–5.3 4 0

Notes. A comparison between the number of thorium lines found by Kerber
et al. (2008) and the number of uranium lines found in this work. Lines
without identifications from this work (indicated with a “?” symbol in the
line list) are not accounted for in this table. Note that this is not a comparison
between the true number of lines that these two sources provide in these
regions, but rather a snapshot of the current number of known lines.

and where we could not do so, we have indicated suspected
or likely blends in the table. We anticipate this line list will
be useful on several upcoming astronomical spectrographs, in-
cluding APOGEE (Allende Prieto et al. 2008), CARMENES
(Quirrenbach et al. 2010), and iSHELL (Tokunaga et al.
2008).
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