
High-precision measurement of the X-ray Cu Kα spectrum

Marcus H. Mendenhall†, Albert Henins†, Lawrence T. Hudson†,

Csilla I. Szabo‡,†, Donald Windover†, and James P. Cline†

(†) NIST, 100 Bureau Drive, Gaithersburg, MD, 20899 USA

Official contribution of the National Institute of Standards and

Technology; not subject to copyright in the United States and

(‡) Theiss Research, 7411 Eads Ave, La Jolla, CA 92037, United States

(Dated: Thursday 11th May, 2017 10:17)

Abstract

The structure of the X-ray emission lines of the Cu Kα complex has been remeasured on a newly com-

missioned instrument, in a manner directly traceable to the Système Internationale definition of the meter.

In this measurement, the region from 8000eV to 8100eV has been covered with a highly precise angu-

lar scale, and well-defined system efficiency, providing accurate wavelengths and relative intensities. This

measurement updates the standard multi-Lorentzian-fit parameters from Härtwig, Hölzer, et al., and is in

modest disagreement with their results for the wavelength of the Kα1 line when compared via quadratic fit-

ting of the peak top; the intensity ratio of Kα1 to Kα2 agrees within the combined error bounds. However,

the position of the fitted top of Kα1 is very sensitive to the fit parameters, so it is not believed to be a robust

value to quote without further qualification. We also provide accurate intensity and wavelength information

for the so-called Kα3,4 “satellite” complex. Supplementary data is provided which gives the entire shape of

the spectrum in this region, allowing it to be used directly in cases where simplified, multi-Lorentzian fits

to it are not sufficiently accurate.
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I. INTRODUCTION

Precision measurements of the wavelengths, energies, and spectral structures of x-ray line com-

plexes are needed for many purposes. Our group at NIST uses such data to certify lattice parame-

ters of Standard Reference Materials (SRMs) (primarily [1–3]) which are used to calibrate powder

diffractometers. Databases of x-ray wavelengths have been compiled over much of a century

([4–6], e.g.) by x-ray diffraction from single crystals. Until relatively recently, though, these mea-

surements have not been traceable to SI base units, since there was no independent way to compare

the lattice spacings of the crystals to the definition of the meter. The development of x-ray optical

interferometers (XROIs) [7, 8] and lattice comparators [9] allowed direct comparison of the lattice

spacing of silicon to the wavelength of an iodine-stabilized HeNe laser, which was traced to the

Système Internationale (SI) definition of the meter [10]. This led to rounds of progressively finer

measurements of standard x-ray wavelengths, in particular, that of the Cu Kα complex [7, 11–13],

since it is used frequently in laboratory diffraction work. The most recent of these measurements

involves data taken in the 1980s and analyzed in the 1990s. Since that time, changes to the way SI

traceable measurements are made [14–17], and improvements to angle metrology [18–20] indicate

the need for, and possibility of, updated measurements.

The primary purpose of this work is to provide a complete spectrum for the emission in the

region of the Kα complex, independent of fitted models which might reduce its accuracy. Sec-

ondarily, we provide a wavelength measurement for the top of the Cu Kα1 component with an

expanded (k=2) fractional error of 1×10−6, and multi-Lorentzian model shapes for the Kα1 and

Kα2 lines which yield a centroid for the complex also correct within 1×10−6. This will enable

powder diffraction work for which the contribution to the uncertainty from the spectrum is smaller

than other uncertainties.

II. INSTRUMENT DESCRIPTION

A. General overview

The system used to carry out the measurements described in this paper is a custom-built, triple,

concentric, vertical-axis goniometer which is installed in the Advanced Measurement Laboratory

at NIST. The space is controlled in temperature to 0.01◦C during measurements, and isolated from
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Figure 1: The NIST x-ray diffraction goniometer system, in its 0.01◦C temperature-regulated

space. The control room is through the window visible at the back.

almost any human interference. The machine consists of a Rigaku1 15kW rotating-anode x-ray

source, two stacked, high-precision Huber 430 rotation stages with Heidenhain RON-905 angle

encoders, another low-precision stage used for calibration, two channel-cut 3-bounce silicon (440)

crystals, and a Dectris Pilatus 100K x-ray camera. The goniometer stage, and its calibration, is

described in detail in [20]. A photograph of the system is shown in Figure 1, and a schematic is

shown in Figure 2, with the beam path through the slits shown in Figure 3.

The crystals are shown in Figure 4. The small tombstone-shaped mirror visible in front of

crystal 1 is approximately aligned to the lattice planes, and allows preliminary alignment of the

crystal on the system using an optical autocollimating telescope. There is an equivalent mirror on

1 Certain commercial equipment, instruments, or materials are identified in this paper in order to specify the exper-

imental procedure adequately. Such identification is not intended to imply recommendation or endorsement by

the U.S. government, nor is it intended to imply that the materials or equipment identified are necessarily the best

available for the purpose.
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Figure 3: Plan view, showing details of slits.

the back side of crystal 2.

The coordinate system we will use for angles is shown in Figure 2 of [20]. Because of the

stacking of the stages, the ω stage zero position follows γ; thus, the angle of crystal 1 relative

to fixed space (mounted on the ω stage, on the goniometer rotation axis) is ω+ γ. The angle of

the camera mount and of crystal 2 (mounted on the lower stage, offset at a fixed radius from the

goniometer axis) is γ. The non-encoded third (φ) stage is annular, so the crystal 1 mount passes
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Figure 4: Channel-cut silicon crystals (dark grey) on their aluminum tip-tilt mounts (light grey).

The smaller crystal is crystal 1, mounted on the ω stage. The larger is crystal 2, mounted on the γ

stage.

through its center to sit on theω stage. As the system is operated for the purposes of this paper, one

channel-cut silicon crystal is mounted on the central (ω) axis, and the second crystal is mounted

on the camera stage, which will be called the γ axis. The system can be rotated so the crystals are

coupled either in dispersive or non-dispersive mode. The general layout of the system is shown

in Figure 5. In non-dispersive mode, the crystals pass a broad band of wavelengths, with a sharp

maximum in intensity when the lattices of the two crystals are exactly parallel; this effect is used

to establish the angular relation of the two crystals relative to our goniometer coordinate system.

In dispersive mode, the system acts as an x-ray wavelength filter, only passing a narrow band

of wavelengths around a center set by Bragg’s law λ = 2d sinθB where the wavelength λ and the

angle θB are both as they exist inside the crystal; Snell’s law modifies this angle relative to the

externally measured angle, and the index of refraction of the crystal also modifies the wavelength

of the x-rays inside relative to the vacuum wavelength. These effects will be discussed much more

later. In this mode, it is necessary to compute what the angles of the goniometer axes must be set

to such that the Bragg’s law condition for the crystals is satisfied throughout. From Figure 6, the

angle θ1 of the first crystal with respect to the beam axis is θ1 = ω+ γ = θB, and the angle θ2 of
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Figure 5: Top-view schematic comparison of optical paths of the system in dispersive and

non-dispersive modes. Components drawn in red are the setup for the dispersive mode; blue is

non-dispersive mode.

the second crystal is θ2 = γ = 3θB. Note that, using these angles, the portion of the incoming beam

which satisfies the Bragg condition always lies in the same direction (along the z-axis). Crystal 2

must be mounted at an offset angle, so that when its lattice is rotated by 3θB relative to the z-axis,

its center of reflection is positioned at 2θB so that it intersects the beam from crystal 1. Solving

these equations gives the angles required to scan the system in dispersive mode:

ω = −2θB

γ = −3ω/2 (1)

and γ = 3θB = −3ω/2. From these, one also observes that the Bragg angle, which is set by the

angle between crystal 1 and crystal 2, depends only on ω. Keeping ω fixed and adjusting γ
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Figure 6: Illustration of x-ray path through crystals, in dispersive mode, detailing the angles of

the crystals and the reflected beams.

rotates the entire system around the y-axis in the xz-plane, thus adjusting the direction the optics

are sampling from the beam around the y-axis, while leaving the system tuned to pass the same

wavelength. Scanning γ independently of ω is used to find the center direction of the beam around

the y-axis.

B. Temperature monitoring and thermal design

The temperature of various components of the system is monitored by six 10kΩ thermistors,

monitored with a Hart/Fluke BlackStack system, and calibrated in the NIST temperature calibra-

tion facility [21] to ±0.002◦C. These thermistors are epoxy-mounted in copper ring lugs, and

bolted to the surfaces they are monitoring. The BlackStack operates them at an excitation cur-

rent of 10 µA, resulting in a power dissipation of 1 µW. They are estimated to have a thermal

impedance of 1000◦C/W, resulting in an estimated bias of 0.001◦C from self-heating. Data from

the thermistors confirms that, once stabilized, the laboratory temperature is stable to within its

specified 0.01◦C design.

Heat from various thermal sources in the instrument, however, results in temperature differ-

ences of up to 0.2◦C between various components. The angle encoders result in significant heat-

ing of the goniometer stage itself. As can be seen by close inspection of Figure 1, the stand for

crystal 1 is a hollow, stainless-steel tube with large air ports on its side, which thermally isolates

the crystal base from the goniometer, resulting in the crystal base staying close to ambient air tem-

perature. Crystal 2 sits on the same pedestal as the x-ray camera; this requires significant thermal
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design to isolate it from the approximately 15W thermal output of the camera. This is achieved by

a number of methods. First, again by inspection of Figure 1, one can see a silver-colored flexible

exhaust hose hanging from the back of the camera, which diverts its warm exhaust air away from

the crystals. Second, the camera is mounted on a hollow, stainless steel base, which provides a

high thermal impedance between it and the crystal mount. Finally, the base for the crystal mount

for crystal 2 is an aluminum block wrapped with copper tubing, through which cooling water,

controlled to 0.01◦C, flows. This water temperature is adjusted so that the base temperature is

very close to the ambient air temperature. With this system, the two crystals can be kept at a

temperature which is constant to within 0.01◦C, and the temperature difference between the two

crystals is within 0.04◦C. The temperature we use to compute the lattice constant of the crystals

is the mean of the two crystal temperatures, as measured during the data collection.

C. X-ray source

The x-ray source used for this work is a 15kW rotating-anode Rigaku tube, operated at 40kV

and 300mA, with a copper anode. The take-off angle is approximately ψTO = 6◦. The entire tube

assembly is mounted on air-flotation pads to decouple vibration from the anode rotation from the

angle encoders on the goniometer. The tube is typically allowed to operate for 24h to stabilize

before data are collected. The water cooling loop for the tube keeps its housing at a temperature

constant to within 0.01◦C after it is stabilized. The output stability is confirmed by the consistency

of the intensity observed in replicated scans of the spectrum. Variation is less than 0.5% (1σ).

The energies and intensities we compute are corrected for self-absorption of the x-rays in the

anode. Using data from ESTAR [22], the full range re− for 40keV electrons in copper is re− =

4.75×10−3 gcm−2. Depending on assumptions about multiple scattering, and the resulting ratio of

the mean penetration depth of the electrons to the full range, one can put limits on the contribution

of this self absorption. The correction is:

ηanode = exp
[
−lfact× re−× µCu(E)/ tanψTO

]
, (2)

where µCu(E) is the photoelectric absorption of copper, from XCOM [23]. The parameter lfact is

used to study the effect of the actual electron range distribution on the computed spectrum. Using

lfact = 0.5, this creates a 4% correction to the intensity between 8000eV and 8100eV; using

lfact = 1.0, the correction is 8%. Using lfact = 0.5 vs. using lfact = 1.0 changes the computed line
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energies by less than ∆E/E = 0.02ppm.

D. Crystals

The quality and traceability of the lattice parameters of the silicon crystals is central to

this project. Modern, high-quality silicon has a very well-defined lattice constant, and the

CODATA 2010 [24, table XX, item B41.1] value of the (220) spacing of natural silicon of

192.015563(12) fm at 22.5◦C and 0Pa is likely representative of most crystals[25]. However,

for the purpose of complete traceability, the crystals we use have been directly compared to

the WASO4.2 material which was used for the CODATA determination using the NIST lattice

comparator (delta-d) instrument [9]. Since the lattice constant of WASO4.2 has been directly

compared on an XROI to the primary definition of the meter, via an iodine stabilized laser [8], this

establishes traceability. The delta-d measurements determine the lattice parameter of the silicon

we are using to be 192.0143390(20) fm at 20.0◦C and a pressure of 0Pa. Using equations 5 and

6 for the linear coefficient of expansion from [26]:

α(t) ≈ 2.553×10−6 K−1+8.64×10−9 K−2(T −20◦C) (3)

near 20◦C, resulting in a lattice for our material of 192.015565fm under the CODATA conditions.

The lattice constant must then be corrected to our measured crystal temperature and atmospheric

pressure to establish the proper value. From [27], the elastic constants of silicon at 20◦C are

c11 = 1.6573×1012 dynecm−2 = 165.73GPa and c12 = 0.6392×1012 dynecm−2 = 63.92GPa. The

bulk (volume) modulus of a cubic material is Bv = (c11 + 2c12)/3 = 97.86GPa. The linear com-

pressibility is η = 3/Bv = 3.07×10−11 Pa−1 and using 101325Pa=1atm, the lattice is fractionally

compressed from its vacuum spacing by 3.45×10−7.

The alignment of the crystals to the vertical axis of the goniometer is carried out with the aid

of a third crystal, which is a single-bounce thin lamella which can be reversed so reflections can

be taken from both sides of it. To carry out the alignment the system is initially set up with the

second crystal in its usual place, but the central crystal is replaced with the lamella. When a non-

dispersive scan is taken, the beam will rock vertically across the x-ray camera if the crystals are

not parallel. The procedure, then, is to adjust the system iteratively so that the beam does not

rock vertically, with the lamella flipped 180◦ to each side. The consistency under flipping of the

lamella guarantees that it is on the goniometer axis, and the lack of rocking guarantees that the
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second crystal is parallel to the lamella, so it is also vertical. Finally, the lamella is replaced with

the normal central crystal, which is then aligned in the same manner to the outer crystal, so it

is also vertical. Sensitivity tests of this procedure have verified that we can align the system to

better than 10 seconds of arc to the axis of the goniometer. Also, in the data analysis section, we

will discuss an independent measurement of the angle of the mirrors relative to the beam which is

implicitly contained in the x-ray data.

E. Detector

The detector used in this system is a Dectris Pilatus 100k x-ray camera [28]. It consists of

a 320 µm thick monolithic, fully depleted silicon sensitive volume, bump bonded to an array of

individual discriminators and counters for each pixel. The geometry is 197×487 pixels covering

33.5mm×83.8mm, resulting in square pixels 170 µm on a side. The issues to be considered when

using such a detector are: (1) the uniformity of the response over the face, which is necessary since

in our geometry the beam moves as the wavelength is scanned, and (2) the efficiency vs. energy.

Since the beam, in dispersive mode, is much narrower than the pixel size, the uniformity can be

established by scanning the beam across the camera face. This can be accomplished in a manner

relevant to the measurements we make by setting the ω angle (angle between the two crystals)

such that the system is parked on the top of Kα1, and then scanning γ, which walks the beam

across the face of the camera. Figure 7 shows the result of such a scan. The black curve is the

intensity of the top of Kα1; the green curve is an autocorrelation, which highlights the precisely

periodic nature of the of the ripples in the intensity. Each ripple corresponds to the very sharp line

of x-rays seen in dispersive mode walking across one pixel of the camera. Since this modulates

the shape of the measured spectrum, it is necessary to make measurements at uniformly spaced

positions within this periodic pattern, and average the results to get an unbiased spectrum.

Note that in non-dispersive mode, two factors mitigate the effect of this on the determination

of the position of the rocking curve. First, in non-dispersive mode, the beam is very wide, so

it automatically is averaging over many pixels on the camera. Second, the angular range of a

non-dispersive scan is so narrow that the beam does not move across the camera face significantly

during the scan.

The efficiency as a function of energy is essentially set by the photoelectric absorption cross

section for the silicon wafer. We apply an energy efficiency correction to measured intensities,
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Figure 7: Uniformity of response of camera, measured by γ scan. Black curve is measured

response at top of Kα1. Green curve is autocorrelation of intensity (black) curve, showing high
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based on the Beer’s law absorption of photons in the detector crystal, of

ηE(E) = ηE0
[
1− exp

(
−µPE(E)ρ tSi

)]
, (4)

where ηE0 is a constant peak efficiency (and not needed for our calculation, but approximately

97% from the detector documentation), µPE(E) is the photoelectric absorption cross section for

silicon, from XCOM [23], ρ is the density of silicon, and tSi is the wafer thickness. This is a very

weak correction over the energy range of interest. At E = 8000eV, the correction is 0.9918; at

E = 8100eV, it is 0.9902. It is nonetheless included in our calculations.

F. Air absorption

The path length of the x-ray beam in air for this system is approximately 1.38m from the exit

window of the source to the camera. For photons with an energy near 8047eV, this presents strong

absorption from the air in the path. This manifests itself as an intensity correction, in the same

manner the the detector efficiency of the previous section. The correction is estimated from a mean
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Figure 8: Transmission and efficiency correction, including crystal efficiency, air absorption, and

detector efficiency.

air density of 1.181×10−3 gcm−3 and an air attenuation from table 4 of [29], the transmission of

air ranges from 0.1985 at E = 8000eV to 0.2104 at E = 8100eV. This transmission function is

included in the spectrum shape fits. Changing the atmospheric density by 10% has less than an

0.02ppm on the computed energies of lines. Figure 8 shows the product of all of the transmission

and efficiency corrections described above, along with the variability of the rocking efficiency of

the crystals as calculated in section III. Note that, due to the narrow energy span we are sampling,

the result is nearly linear, and only about 10% different at the two ends.

G. Slits

As shown in Figure 3, the system has multiple slit assemblies which can be used to define the

shape of the x-ray beam. The first slit (“incident x slit” in the Figure) is about 5cm from the anode;

it has no effect on the beam in this experiment, and is typically open about 1mm. The second slit
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assembly (“upstream x-y slits” in the Figure) is 21.5cm from the anode. Because we are working

with an x-ray camera that is sensitive to the vertical position at which photons strike it, we can use

photons which are off the vertical axis (out of the plane of dispersion) of the machine, as long as

the angle by which they are off axis is known. To accomplish this, we set the upstream vertical-

limit slit to 500 µm open. This images the vertical structure of the emission of the x-ray source

onto the camera, such that the vertical position of a photon can be directly correlated to its angle.

The horizontal-limit slits in the system are not very critical, since the horizontal acceptance is set

by the properties of the diffracting crystals. We set the upstream horizontal to about 1mm. The

third slits (“downstream x-y slits” in the Figure), 46cm from the anode, are set to be just outside

the bounds of the beam at their plane, to limit excess multiple scattering.

III. MONTE-CARLO INSTRUMENT SIMULATION

To understand the performance of the instrument, it is helpful to have Monte-Carlo ray tracing

simulations of it in its different configurations. These simulations allow assessment of the effect

of slits, crystal misalignments, and other instrument parameters. We carry out this simulation

using the tool McXtrace v1.2 [30]. We have created an updated crystal model for this package,

loosely derived from the PERFECTCRYSTAL.COMP module provided. This model fixes some

geometry problems (such as incorrect behavior for out-of-plane rays), and uses correct models for

the Darwin reflectivity of a crystal. The reflectivity model used is equivalent to that used by XOP

[31]; however, the scattering form factors are those provided with the McXtrace distribution. They

are numerically indistinguishable.

This model computes the reflectivity as follows. Define λ as the x-ray photon wavelength

in vacuum, θin as the incoming photon angle with respect to the crystal surface, d as the plane

spacing, α as the asymmetry angle (in our system, 0), then

θ = arcsin
λ

2d
(5)

b =
sin (θ +α)
sin (θ −α)

(6)

θ0 = θin−α (7)

A polarization dependent scattering strength C is defined as C = 1 for p-polarization (electric

field perpendicular to the scattering plane) and C = cos2θ for s-polarization (electric field in the

scattering plane). For a diamond lattice with h+ k + l mod 4 = 0, as is true for our 440 reflec-

13



tion, define a scale factor fscale = 8 for the form factors. Note that for other reflections, and other

symmetries, fscale may be complex; our code handles this, but it is not needed here. Then, us-

ing form factors f00, f0h, f ′ and f ′′, a Debye-Waller B-factor for silicon of 0.4632×10−20 m2 at

room temperature, compute (using the equations corrected from those originally provided in the

PERFECTCRYSTAL.COMP model),

M =
2
3

BDW

(
sinθ
λ

)2

(8)

F0 = 8 ( f00+ f ′+ i f ′′) (9)

Fh = | fscale | ( f0h + f ′+ i f ′′) exp (−M) . (10)

Using a classical electron radius of re = 2.817 940 289 4×10−15 m (which is used inside McXtrace;

it is not quite the same as the CODATA value of 2.817 940 322 7×10−15 m [24], but does not affect

the result for our purposes), we compute (with Re(x) and Im(x) being the real and imaginary part

of x, respectively), following the PERFECTCRYSTAL.COMP code:

A =
reλ

2

πd3 (11)

ψ0 = AF0 (12)

ψh = AFh (13)

W =
1

C Re
(
ψh

) [
1
2

(
√

b+
1
√

b

)
Re

(
ψ0

)
+

√
bsin (2θ) (θ − θ0)

]
(14)

κ =
Im

(
ψh

)
Re

(
ψh

) (15)

g =
1
2

1
C Re

(
ψh

) (
√

b+
1
√

b

)
Im

(
ψ0

)
(16)

L =
1

1+ κ2

[
W 2+g2+ (17)√(

W 2−g2−1+ κ2)2
+4

(
gW − κ

)2
]
.

Next, a change to the numerics in PERFECTCRYSTAL.COMP computation of the reflectivity

has been applied; the code originally computes the intensity reflectance as R = L −
√

L2−1,

which can potentially produce roundoff error when L is large. Instead, this can be multiplied by(
L+
√

L2−1
)
/
(
L+
√

L2−1
)

to get the exactly equivalent, but numerically stable, expression,

R =
1

L+
√

L2−1
. (18)
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We define two symbols Rs and Rp to be the value of R as calculated above, using the s-polarization

and p-polarization values for C as described above.

The beam polarization is handled in the tracking code as follows. Define ~k to be the direction

of the incoming beam, and ~n to be the normal to the crystal reflecting planes. Then,

~σ = ~k ×~n/��~k ×~n�� and

~π = ~k ×~σ/��~k ×~σ�� (19)

are the unit vectors in the scattering plane, and perpendicular to the scattering plane, respectively.

If the incoming electric field unit vector is ~E, it can be projected on the two directions and scaled

by the square root of the reflectance for the appropriate polarization as

Eσ =
√

Rs ~E ·~σ ,

Eπ =
√

Rp ~E · ~π . (20)

Using these field amplitudes, and defining an outgoing ~σ′ direction by rotating ~σ around the

~π vector by the appropriate angle, and an outgoing direction ~k′ from the same rotation of the

incoming ~k, we compute an outgoing electric field polarization and actual reflected intensity as:

~E′ = Eσ~σ′+Eπ~π ,

Ract = E2
σ +E2

π . (21)

The simulations using McXtrace are used to verify that we are treating dynamical diffraction

correctly, including the absorption-induced asymmetry. The verification that we can correctly

compute the non-dispersive peak shape for our system, as shown in Figure 13a provides confidence

in the model. The important application of the Monte-Carlo is in the dispersive direction, where

it can be used to calculate the dynamical asymmetry of the instrument response. The classical

formula for the center angle of a Bragg-diffracted photon of wavelength λ from a crystal with

lattice spacing d and an index of refraction n = 1− δ− i β is

λ = 2d sinθ
(
1−

δ

sin2 θ

)
. (22)

In Figure 9, we show the results of analytic computation using these equations, to verify their

expected results. The top plot shows Ract from equation 21 for a single bounce from Si <440> at

8047eV. The middle plot shows the dispersive angular acceptance as a function of the rocking
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Figure 9: Analytic computation of crystal system characteristics

offset from the angle defined by equation 22, showing the very small residual contribution of π-

polarized photons after the 6 bounces, and showing the centroid of the peak, which is offset by

−0.4second from the prediction of equation 22, due to the absorption-induced asymmetry. The

bottom plot shows the non-dispersive angular acceptance, when the crystal planes are nearly anti-

parallel. These are computed using the standard equation for channel crystals, as in [32].

Including the above formalism in a full Monte-Carlo simulation with McXTrace results in a

profile for our 6-bounce optics as shown in Figure 10; the centroid in this profile is displaced from

the incident energy of 8047.600eV to an apparent energy of 8047.606eV. This effect will be

included in the final analysis of our data. The new McXTrace modules used to carry out this simu-

lation, NISTPERFECTCRYSTAL.COMP and SOURCE_LAB_LORENTZIAN.COMP (which has been

altered to correct an error in the actual lineshape produced) are provided with the supplementary

data for this paper.
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Figure 10: Simulation of the instrument profile for monochromatic, 8047.60eV x-rays.

IV. DATA COLLECTION PROCEDURE

A. X-ray camera data processing

The geometry of the x-ray detector is discussed in section II E. In this experiment, we can take

advantage of this geometry and performance to include extensive self-calibration information in

the data. The information contained in the vertical profile of the detected x-rays makes it possible

to verify much of the alignment of the instrument. The distribution of the x-rays horizontally on

the camera face allows us to measure the true Compton-scattering background (from ambient air

and the crystals), independent of the long, Lorentzian tails of the peaks. Because of the horizontal

divergence of the x-rays from the source, the two-crystal system we use images the 100 µm wide

source onto a vertical stripe on the camera face. Figure 11a shows a frame from a 4s exposure on

the camera taken near the top of the Kα1 line. There is a fairly uniform field of Compton-scattered

x-rays over the face of the camera.

The analyzed x-ray intensity I (ω,γ,ψ) for a given set of goniometer angles ω and γ, and an

angle ψ of the beam with respect to the horizontal plane, is computed by creating a region of inter-

est (ROI) window of width wROI around the beam on the camera, and summing the pixels within

this ROI. Also, on each side of this ROI, a region of background of width wROI/2 is integrated to
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(a) Full camera frame. Beam is stripe in center. Diagonal pattern in red, dashed oval in upper left corner

is cosmic-ray muon strike.

(b) Detail of analysis region. Gold color is the peak integration region; blue is the background integration

region.

Figure 11: Typical images from the x-ray camera.

compute the multiple scattering background B(ω,γ,ψ). For simple graphics, these are subtracted

to produce a net intensity; however, for detailed analysis the background is kept separate so that its

Poisson statistics can be treated independently of the statistics of the main peak, and so that it can

be parametrized independently. These regions are detailed in Figure 11b. Because of the mismatch

between the 3θ angle of the γ crystal and its 2θ position, the beam walks across the crystal, and
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Figure 12: Effect of width of the ROI window. Difference between “I” curves shows lowered

background in tails for small “w”, but erratic behavior of “B, w=2” curve shows penalty for a

narrow window when peak leaks into background.

hence across the face of the camera. The position of the ROI is computed so that it moves across

the face of the camera to remain centered on the beam position. The effect of the choice of wROI

is demonstrated in Figure 12. This shows the functions I and B across the entire complex; note

that I − B is the net signal. For the case wROI = 3, the B (red) background curve shows very little

structure (a slight leakage of about 10−3 of the total intensity is visible at the top of the Kα1 peak);

however, the I (black) curve is very close to the B (red) curve in regions of low intensity, yielding

reduced signal/noise. For wROI = 2, the B (green) curve shows odd steps at random places, as the

window steps by an integral pixel distance, and collects a larger fraction of the on-peak counts off

one edge (as much as 2%); however, the I (blue) curve has lower background under the signal and

is better separated from the B(green) background, which is significant at low count rates. In this

work, we use wROI = 3 everywhere, at the slight expense of signal-to-noise in the Kα3,4 region.
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B. Non-dispersive scanning

The system is operated in non-dispersive mode to establish the angle at which the 440 planes

of the two silicon crystals are exactly anti-parallel to each other. This defines the point on the ω

stage at which the Bragg angle 2θ is 0◦ (it is equivalent to operating in diffraction order zero).

To do this, the system is configured as in the blue layout of Figure 5. The γ stage is not moved

during a non-dispersive scan, since the total width of this scan is typically only about 10second,

so there is no issue of the system walking across the angular spread of the incoming x-ray beam

by any significant amount. Because this scan is critical for the calibration of the instrument, the ω

stage is stepped in 10−5 ◦ steps, and allowed to settle for 1s after each step before data collection

commences. The value of the angular encoders is read before and after each point is taken, to

verify that the system has not drifted significantly. Each exposure is 1s. This procedure results

in a curve which looks like that in Figure 13a. The process by which this analysis takes places is

described in section V. The angles at which the non-dispersive intensity is maximized are called

ω0 and γ0. Figure 13b shows a vertically resolved map of the intensity. If the crystals are correctly

aligned, this will present a vertical pattern. The variation of the brightness vertically is due to our

small first slit imaging the filament of the x-ray source onto the camera; the data include about two

full turns of the filament. This variation is seen both in non-dispersive and dispersive mode.

C. Dispersive scanning

Once the non-dispersive condition for the instrument is established, the crystals and camera

are rotated into a configuration as shown in the red part of Figure 5. This involves moving the

γ stage to γ0 + 4θB and the ω stage to ω0 + 180◦ − 2θB where θB is the nominal Bragg angle

at the center of the scan, approximately 53.35◦ for the Kα1 line. To ascertain that the system

is reasonably centered on the incident beam, the γ stage is scanned and γ0 recomputed so that

maximum intensity is observed. This can be done more precisely in dispersive mode than in non-

dispersive mode, since the horizontal angular acceptance of crystals is very small. A typical γ

scan is shown in Figure 7.

Once the center of the beam is well established, the stages are moved with coupled angles such
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(a) I (ω,γ,ψ) integrated over ψ, measured and simulated as described in section III.

(b) I (ω,γ,ψ). Vertical variation is image of coiled
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Figure 13: Scan in non-dispersive mode.
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that

ω = ω0+180◦−2θB+∆ω

γ = γ0+4θB−3∆ω/2 . (23)

V. DATA ANALYSIS

Previous analyses of this spectrum have shown that it can be reasonably well represented as

a sum of four Lorentzian peaks[12]. Our data collection allows us to determine the shape in

the tails very well, since the instrumental background is directly measured, so that we also can

resolve a weak continuum from bremsstrahlung. Two data collection runs were made, one in late

2015, and another in mid-2106; in between these, the instrument was completely disassembled

and reconfigured, and one of the crystals remounted on its base. The comparison of these two sets

gives some information about possible systematics due to the alignment of the machine.

We present three different analyses of the data. First, we present quadratic fits to the top of

the Kα1 peak, for comparison to previous papers. Second, we present a multiple-Lorentzian fit to

the data sets, as per [12] and its successors. Finally, we present a least-squares cubic-spline to the

data, which is a high-accuracy, model-independent fit which will be the preferred representation

for the data set. We will demonstrate that the first two techniques, although useful for comparison

to literature, are not capable of providing unbiased estimates of the shape of the spectrum.

Figure 12 shows a sample scan on a log-vertical scale, in which the relative heights of all of the

components can be seen. Figure 14 shows an overview of all the data that were analyzed for this

work, comparing the data collection strategy for the two runs. The various scans have been offset

vertically for visibility. Each run consisted of repeated scans of different regions of the spectrum,

to accumulate counting statistics and replicates of the data from each region. Table I lists the

statistics on the scans taken. Before the fitting can be carried out, conversion of the angular scale

to an energy scale must be carried out. This involves some geometrical corrections and materials

corrections.

A. Axial divergence correction

The function I (ω,γ,ψ), which is directly measured, must undergo transformation to correct the

measured diffraction angle ω for geometrical effects due to the X-ray path not being perpendicular
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Figure 14: Synoptic view of all data sets analyzed. Data have binned for improved statistics in

display. The low-intensity Kα3,4 region is scaled.
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year angular region (◦2θ) step size (◦2θ) steps dwell (s) scan count

2015 105.70 – 107.70 0.0002 10000 4 2

2015 106.35 – 107.35 0.0002 5000 4 2

2015 105.80 – 106.30 0.0002 2500 4 20

2016 106.40 – 107.40 0.0002 5000 5 15

2016 106.675 – 106.725 0.0002 250 5 40

2016 105.81 – 106.31 0.0002 2500 5 40

2016 106.30 – 106.40 0.0002 500 5 10

2016* 101.5 – 111.5 0.005 2000 30 1

2016* 105.81 – 106.31 0.0002 2500 30 1

*note adjusted slits for very low background, to measure weak regions:

axial limiting slits opened to 2 mm, downstream scrapers closed

Table I: Summary of data.

to the vertical axis of the crystals (ψ , 0). This correction is commonly called the axial divergence

(since it is in the direction of the rotation axis of the crystals) or vertical divergence (since in most

high-precision machines the rotation axis is vertical). Following through the geometry yields a

purely geometric formula for the offset ∆θB where ∆θB = θobserved− θcorrect:

∆θB =
ψ2

2
tanθB+

[
δ2

cosθB
+2δ1 sinθB tanθB

]
ψ , (24)

where θB is the Bragg angle, ψ is the angle offset of a given X-ray path from the horizontal, and δ1

and δ2 are the tilt angles of the two crystals out of vertical. Note that this formula is specific to the

path of a single X-ray; it has not been integrated over the acceptance of any slits. The quadratic

form implies that one expects to see the apparent Bragg angle curve away from correct value as the

beam is shifted out of the plane of dispersion. In Figure 15, this effect is illustrated. The left-hand

image is a map of I (ω,γ,ψ), as measured. Note that, from 1, ω = −2θB. The curvature of the

diffraction peak is evident. The right-hand image shows this effect, as corrected by the procedure

described below. First, we must derive from 24 the relation between the data on the image, ψ, and

the actual θB. This requires knowledge of the crystal tilt angles δ1 and δ2, along with the vertical

position ψ0 on the image which corresponds to the extremum ∆θB0 = ∆θB
(
ψ0

)
. To do this, we

solve for the extremum of 24:

ψ0 =
−1

tanθB

[
δ2

cosθB
+2δ1 sinθB tanθB

]
(25)

∆θB0 =
−1

2tanθB

[
δ2

cosθB
+2δ1 sinθB tanθB

]2

.
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Figure 15: Map of I (ω,γ,ψ) across Kα1 in dispersive mode. Vertical variation is image of coiled

filament of electron gun, projected through the slits.

Note, though, that the data provide information about ψ0; we can fit the apparent position of the

Bragg peak vs. ψ to find the position on the camera at which the extremum is found. Also, note

that ∆θB0 is quadratic in δ1 and δ2; the crystal tilts do not strongly affect the Bragg peak position,

as long as the position is measured at its extremum. In theory, determining ψ0 could be carried out

by directly doing our final data fits with all parameters including ψ dependence; this would require

parametrizing the vertical dependence of the intensity and the background, and is quite unwieldy.

Instead, to find the center angle ψ0, we can slice the dataset into ranges of ψ, and compute the

position of the Bragg peak for each slice. Figure 16 shows the results of this process. Note that

for the purposes of all fitting, angles have been converted to X-ray energies as described below.

This shows the results of various errors in the computation of ψ. The black (solid) curve shows

the apparent energy vs. vertical position when ψ is correctly computed. The red (dotted) curve

shows the dependence on vertical position when ψ0 is incorrect. The blue (dashed) curve shows

the dependence when the beam path length is incorrect, since ψ = y/L, where y is the position

on the camera face, and L is the path length. The result is very sensitive to both ψ0 and L. This

sensitivity will be discussed quantitatively below.

Using the values of L and y0 = Lψ0, we can re-bin the collected data as shown in Figure 15. To

do this, we start with a map as in the left-hand side of the Figure, and shift pixels horizontally by

an amount computed from 24. This process is illustrated in Figure 17. The left-hand side shows
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Figure 16: Dependence of Bragg peak position on vertical beam position on camera, as a

function of the center angle ψ0 and beam path length L. Error bars are pure 1σ statistical errors

from the fits.

the process if we restricted ourselves to shifts by an integral number of horizontal steps. This

results in significant uncertainty in the resulting position due to discretization of the energy bins.

The blue boxes represent data as collected, corresponding to the left-hand side of Figure 15; the

gold boxes represent data after the ψ-dependent horizontal shift has been applied, corresponding

to the right-hand side of Figure 15. The right hand side of Figure 17 shows the process in which

we take the raw pixel set, and increase the sampling density by a factor of two by inserting empty

bins, and then compute the correction on this sub-sampled grid. The narrow width of the corrected

data in this case relative to the non-subsampled case shows the benefit of subsampling. Our real

data analysis used a sub-sampling factor 4; no benefit was seen for higher values.

B. Determination of flight path L

Figure 16 highlights another issue in the data analysis: the axial divergence correction is de-

pendent on the path length of the beam from the upstream slit to the detector, since the angle ψ

is set by ψ = (y − y0)/L where y is the vertical position of a row of pixels on the camera, y0 is
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Figure 17: Schematic of process to re-bin I (ω,γ,ψ) to correct for axial divergence.

the centerline of the system (as determined by ψ0, the angle at which the extremum of the axial

divergence parabola is found), and L is the path length. Intentionally incorrect choice of L results

in the blue, dashed curve of Figure 16. To attain an accurate axial divergence correction, L must

be determined to a level that minimizes its contribution to the error budget. The flight path of the

beam follows the multiple bends of the 6-bounce crystal system, as well as traversing the distance

from the camera window to the actual active surface of the detector. Careful measurements have

set this distance as 1198mm±20mm, with the error bound due to the difficulty of finding straight

paths to place rulers in the system without damaging the crystal optics. Using this value results

in slight curvature in a plot equivalent to that of Figure 16. However, we can fit the curvature

measured from such a plot, and compute an improved flight path estimate of 1218mm. We can

also estimate the effect of the curvature on the peak positions, and set a type B contribution to

uncertainty based on this analysis. The axial divergence error is quadratic, ∆E = α(L − L0)y2,

assuming we have y defined so that the extremum of the curve is at y = 0, and α is a constant

of proportionality. Computing the average value of this over a symmetric window running from

y = −y1/2 to y = y1/2 yields 〈∆E〉 = α(L − L0)y2
1/12. Then, if L is exactly correct, the apparent

energy correction 〈∆E〉 as computed from the vertically-averaged axial-divergence-corrected data

will be independent of the window height y1. Equivalently, this gives an extrapolation formula

to compute the correction 〈∆E(y1 = 0)〉, the correction, given a value L for the flight path, for a

system with y1 = 0, i.e. for a system with no height and no axial divergence. This correction can
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L (mm) y1(pixels) ∆E (ppm) ∆E(y1 = 0) (ppm)

2400 110 -6.43

2400 80 -2.74 1.40

1218 110 1.23 1.23

1198 110 1.57

1198 80 1.40 1.21

Table II: Extrapolation of axial divergence correction to zero system height as a function of path

length error.

be worked out, for a measured energy E1 when y1 = a and a measured energy E2 when y1 = b:

E(y1 = 0) =
a2E2− b2E1

a2− b2 . (26)

Using this formula, and expressing (for convenience) energies as a parts-per-million (ppm) shifts

from 8047.8eV, we get the results in table II. There is no extrapolation for L = 1218mm, since this

is the value which produces no quadratic variation. Note that the extrapolation agrees to 0.02ppm

in the energy shift over the range of L values consistent with our estimate of the uncertainty in our

ability to measure L; however, even an error of a factor of 2 in L only results in 0.2ppm shift in the

energy scale when this extrapolation is carried out. This conclusively demonstrates that analysis

of the data set itself contains sufficient information to determine L to the requisite level, without

direct measurement. The optimized value L = 1218mm is used for processing the data for the final

analysis.

C. Dynamical diffraction correction

After the conversion of I (ω,γ,ψ) into I (θ,ψ) by means of the axial divergence correction,

I (θ,ψ) can be summed along ψ to yield I (θ) (and likewise for B(θ)). To convert the angular scale

to an energy scale, it is also necessary to apply further corrections. The dynamical asymmetry

correction, computed from the McXtrace model, as shown in Figure 10 must be represented in

θB space as opposed to the energy space of Figure 10; the correction is ∆θB = +0.20second.

When the correction for effects of axial divergence, shown in Figure 15 is applied, a residual

degree of profile broadening results, resulting from the finite height of the slit form which the
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E (keV) f1 f2

7.902609 14.2709 0.34129

8.447890 14.2537 0.30059

Table III: FFAST values for the atomic scattering form factors of silicon bracketing our energy

range

beam diverges. This causes slight shift in angle related to the upstream slit height, which can

be computed by averaging equation 24 over a slit of height a at distance L from the detector.

This gives ∆θB = a2 tanθB/(24L2) = −0.002second for our 500 µm slit; this shift is applied but is

insignificant. Then, it is necessary to assign a photon energy scale to the resulting angular scale,

via Bragg’s law and dynamical diffraction corrections for the index of refraction of the silicon

crystals. The first step in this is computing the index of refraction of silicon to sufficient precision

to support this. This refraction correction is the largest of the corrections which will be applied.

The complex index is normally written as (see section 1.7 of [33], e.g.)

n = 1− δ− i β = 1−
re

2π
λ2

∑
j

n j f j (λ,0) (27)

where re is the classical electron radius, λ is the X-ray wavelength, j runs over the atomic species

present, n j is the number atomic density of species j, and f j (λ,0) = f1,j (λ,0) + i f2,j (λ,0) is the

q = 0 value of the atomic scattering factor for an X-ray of wavelength λ. We have compared

tables from two sources, FFAST [34–36] and the LBNL tables [37, 38]. In the energy range

relevant to this project, these two sources agree on f1 (which affects δ) to within 0.1%; this

difference is included in our final type B error estimate. We interpolated the value for f1 using

linear interpolation in log E vs. f1. and for f2 using linear interpolation in log E vs. log f2, since f2

varies roughly as a power law between absorption edges. The values from the FFAST tables which

bracketed our region are in table III. From the index derived from this interpolation, we compute

the wavelength in vacuo from the diffraction angle via 22. This is then converted to energy using

E = hc/λ, using the CODATA 2010* [24] value hc = 1239.841929924eVnm.
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D. Spectrum fitting

At this point, the raw data sets {B(ω,γ,ψ)} and {I (ω,γ,ψ)} have been reduced to the sets

{B(E)} and {I (E)}, the scattering background and on-peak X-ray intensity as measured for angles

corresponding to the photon energy E. In this form, they are ready for non-linear, weighted,

least squares fitting to our model function, a sum of Lorentzians plus a linear continuum for the

diffracted beam, and a cubic for the scattered background. The details of the fitting machinery will

not be discussed, since any fitting package could used. The functions fit are:

B(E) = d+ e (E −Ec)+ f (E −Ec)2+g (E −Ec)3

I (E) = B(E)+ a+

T (E)
∑

i

ci

(E −Ei)2+ (Γi/2)2 (28)

The Ei are the centers of the Lorentzian peaks, the Γi are the full-width at half maximum (FWHM)

of peak i. The index i runs over the four Lorentzians which make up the standard representation

of the main Kα1–Kα2 complex, plus four more for the Kα3,4 group. Ec is just used to center the

polynomial fit, and is set to 8047eV. T (E) is the product of all of the transmission and efficiency

corrections described in the subsections of section II; T (E) contains no free parameters. All other

parameters are allowed to vary independently, except for the widths of one pair of lines in the

Kα3,4 group which share the same upper state, hence the same width, and the other pair of Kα3,4

components, which fit to the same width and are now so constrained; this is discussed further

below. The data are weighted with pure Poisson statistics w = 1/n where n is the number of

photon counts in the bin. The weight is initially set to 1/(nk +1) where nk is the number of counts

in bin k, to avoid possible divide-by-zero errors in the startup of the fit; after a few convergence

passes, w is reset to w = 1/nfit, where nfit is the (no longer integer) bin mean value computed from

the fit function.

Table IV shows the results of this fitting procedure from the 2016 data. The second index of

sub-components of a major line, e.g. Kα32, is not indicative of any meaningful spectroscopic

assignment; these are our own indices for book-keeping. The summed intensity for the three

components includes the full variance-covariance matrix to propagate the errors. It is worthy of

note how much smaller the uncertainties in the areas of the grouped peaks are; because the various

components are heavily overlapped, individual areas are quite uncertain, but the total strength of

each group is very well defined. (See discussion of correlation matrix, below) Figure 18 shows
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component energy ±1σ λ FWHM ±1σ FWHM Area ±1σ

eV nm eV pm

Kα11 8047.8254 0.0003 0.154 059 25 2.275 0.001 0.0436 3.91 0.0023

Kα12 8045.2956 0.0047 0.154 107 69 2.915 0.009 0.0558 0.474 0.0023

Kα11+Kα12 (correlated sum) 4.39 0.00089

Kα21 8028.0503 0.0027 0.154 438 73 2.529 0.005 0.0487 1.53 0.0085

Kα22 8026.5386 0.0092 0.154 467 82 3.274 0.008 0.0630 0.754 0.0085

Kα21+Kα22 (correlated sum) 2.28 0.00085

Kα31 8078.6274 0.0584 0.153 471 85 5.51 0.136 0.1047 0.0153 0.00042

Kα32 8083.3528 0.0383 0.153 382 14 5.51 0.136 0.1046 0.0182 0.00051

Kα33 8074.9536 0.146 0.153 541 68 3.22 0.213 0.0612 0.0016 0.00031

Kα34 8088.1086 0.0569 0.153 291 95 3.22 0.213 0.0610 0.0034 0.00034∑
Kα3 (correlated sum) 0.0408 0.00025∑
Kα2/

∑
Kα1 (correlated ratio) 0.52 0.00022∑

Kα3/
∑

Kα1 (correlated ratio) 0.0090 0.0002

Kα1 top 8047.8162 0.00038 0.154 059 42 (extrema of multi-Lorentz fit)

Kα2 top 8027.9435 0.0022 0.154 440 79 (uncertainties from resampling)

Table IV: Table of peak parameters, from 2016 data sets, with pure statistical (k=1 type A)

uncertainties. Wavelengths in nm and widths in pm are included for easy use in analysis software.

the data and fit. The residuals highlight significant discrepancies between the multiple-Lorentzian

model and the actual spectral shape, which result in such models producing biased estimates of

the peak shape parameters. This is clearly an issue with the 4-Lorentzian model for this region;

the same issue is visible in the data from [39]. The authors have spent significant effort searching

for a way to improve this without introducing many more parameters, without success. Figure

19 shows the peak shapes extracted from the fit. Note that in this plot, the function B(E) is not

included; this is the net peak intensity which would result from an idealized detector, without

scattering background.

The correlation matrix from this fit is shown in Figure 20. The extreme block-diagonal structure

of it makes it clear that peaks within each group are completely entangled, and the intensities,
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Figure 18: Plots of fit to data, with residuals. The dashed line is to guide the eye to the zero of the

residuals.
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Figure 19: Separated peak components from the fit.
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positions, and widths of individual components are not well determined. However, collective

properties of the groups, such as the area and position of the top, are very well determined. Thus,

the area ratios Kα2/Kα1 and Kα3/Kα1 have very small statistical uncertainties. Also, B(E), the

scattering background, is almost completely uncorrelated with all other parameters; this is what

makes it possible for our system to measure very weak intensities, such as those of the Kα3,4

group, next to very strong peaks, with confidence.

E. Peak top fitting

Independently of the full-spectrum fits, which introduce model dependencies into the determi-

nation of the brightest point on the spectrum, we fit quadratic polynomials over the tops of data

sets which included only the Kα1 peak. This provides an independent estimate of the brightest

point, and is most directly comparable to the results of [39], and is the metric putatively reported

in data compilations [5, 6].
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Figure 21: Quadratic-fit derived peak top positions, plotted as a function of goniometer angle γ,

showing effect of camera response non-uniformity across pixel boundaries on the apparent

position. Blue crosses, measurements; red curve, sinusoidal fit. (2016 data)

As noted in section II E and Figure 7, the X-ray camera does not have completely uniform sen-

sitivity across its pixels. The multi-Lorentzian fits are relatively insensitive to this, since the beam

moves across many pixels while the whole peak is acquired. Nevertheless, the multi-Lorentzian

fits from the 2016 data set included a scan over multiple γ-offset values to further average this

behavior out. On the other hand, the peak top fits are the result of 0.05◦ scans across the peak, and

the beam only moves approximately one pixel across the camera face. This results in significant

distortion of the peak shape and of the apparent position of the brightest point. Figure 21 shows

these results quantitatively as a function of the γ-offset angle of the goniometer, which shifts the

position of the X-ray image on the camera across pixel boundaries. The bias in the result can be

modeled empirically as a sinusoidally varying offset from the true value; a fit to a sinusoid plus a

constant is shown in the red curve of Figure 21. This results in a position for the brightest point

of Kα1 of 8047.815eV±0.002eV where the reported uncertainty is the pure 1σ statistical value,

based on the 2016 data set.

The fit was carried out using a range of windows from 0.2eV to 1.2eV half-width window

centered at 3 positions near the top of Kα1 to estimate the contribution of bias from the asymmetry
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Figure 22: Quadratic-fit derived peak top positions, plotted as a function of the fit window

parameters. (2016 data)

to the result. The convergence of the results to a common value for narrow fit windows (with wider

error bars since less data lies within the window) implies a results of 8047.817eV±0.004eV. The

error bound is just an estimate from the consistency of the different curves in Figure 22. For an

arbitrary, asymmetric peak, a fit to position of the peak top is nonetheless problematic; it involves

using information from just around the top of the peak, where there is the least information about

position, since it is close to an extremum.

VI. ERROR ESTIMATION

The estimate of total uncertainties on the parameters from this experiment is based on a com-

bination of the statistical uncertainties from the data themselves, combined with estimates of the

contribution of systematic errors, per the method stated in the Guide to Uncertainty in Measure-

ment (GUM) documents [14, 15]. Table V shows some critical fit parameters, as computed using

various data sets and fitting scenarios; these results give hints as to the reliability of the parameters

from the multi-Lorentzian fits due to instrumental alignment effects and pulling of results due to

inaccuracies in the model. The comparison between the 2015 data and the subset of the 2016 data
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scenario Kα1 peak top / eV ∆E/E0 vs. Härtwig / ppm λ / nm Kα2/Kα1 intensity

2015 data 8047.810 -1.65 0.154 059 54 0.518

2016 without extra peak tops 8047.811 -1.51 0.154 059 52 0.518

2016, 5 % relative error weighting 8047.815 -1.08 0.154 059 45 0.521

2016, pure Poisson weighting 8047.817 -0.84 0.154 059 41 0.521

quadratic peak tops 8047.817 -1.84 0.154 059 41 n/a

Table V: Summaries of various data sets and fits

which is equivalent (no extra data sets over the top of Kα1) shows the reliability of the instrument

itself. However, the position of the highest point computed from the Lorentzian fits is biased by

the inaccuracies of the model function, and varies by much more than the instrumental component.

It is for this reason that we provide the full spectrum shape as supplementary data to this paper;

none of the models represents the actual data set to its full accuracy. Table VI lists these estimates

from the Lorentzian fits, based solely on the 2016 data sets. The authors are, however, suspicious

of quoting a final k=2 expanded uncertainty in this peak position of 2×0.13= 0.26ppm which cor-

responds to 0.002eV which is just larger than 10−3 of the FWHM of the peak. The data of table V

clearly rule out the use of the Lorentzian fits to compute peak tops this well, since the fit systemat-

ics are much worse than this. Using the quadratic fits to the peak tops, we arrive at a final peak-top

position and k=2 expanded uncertainty 8047.817(8) eV. Based on the measured intensity stability

of our system, we also will quote the intensity ratios of the lines with k=2 expanded uncertainties

of Kα2/Kα1 = 0.520(2) and Kα3,4/Kα1 = 0.0090(5), based on the multi-Lorentzian fit. Note that

the Kα3,4/Kα1 ratio is significantly below the previously reported values of around 0.011; the re-

sult is strongly dependent on the ignored (in previous cases) or measured (in this work) intensity

of the underlying bremsstrahlung. Also, we do not quote top positions for Kα2, since the peak is

so asymmetrical that the systematics make such a measurement nearly meaningless.

VII. COMPLETE SPECTRUM (SUPPLEMENTARY DATA)

The traditional 4-Lorentzian used for the shape of the Kα1 −Kα2 complex, augmented with

4 more Lorentzians for the Kα3,4 complex, and a contribution from a bremsstrahlung continuum,

provides a useful model of the complete copper Kα spectral region. Nonetheless, the data pre-

sented in this work show correlated residuals when compared to this model which far exceed their

36



correction

source

magnitude

(ppm) in

λ

uncertainty

(ppm)

explanation

counting

statistics

0.00 0.05 contribution of type A from bootstrapped fits

axial

divergence

-5.00 0.01 1218.4 mm axial fit, limited by survey consistency with

extrapolation

slit height -0.002 0.00 ∆θ = a2 tanθ/(24L2)

temperature -6.63 0.05 (t = tlab)− (t = 22.5) lattice parameter shift from crystal lattice

reference temperature, limited by 0.02C temp uncertainty

index of

refraction

-11.78 0.02 δ/sin2 θ, limited by form factor uncertainty estimated at 0.2%

dynamical

asymmetry

0.70 0.01 very good non-dispersive mcxtrace rocking curve model

agreement implies this is very well known

efficiency slope

T (E)

0.03 0.05 from atmospheric pressure 10% bounds + anode self-absorption

lfact estimate variation from 0.5 to 1.0

angle errors 0.00 0.09 assuming 0.05second k=1 uncertainty [20]

Si d-spacing 0.00 0.03 in vacuo uncertainty

Si atmospheric

compression

0.35 0.015 95kPa to 105kPa atmospheric pressure range (extreme limits)

quadrature sum 0.13

Table VI: Contributions to the k=1 uncertainty of the position of the Kα1 peak, from the 2016

data. All contributions except the counting statistics are type ’B’

error bounds. As a result, it is important to present the entire spectrum as a numerical data set as

supplementary information to this work, so that future improvements to the models can be tested

against the full, high-precision data set. To present the data, we have pooled all of the year-2016

data sets so that the region around Kα1−Kα2, where we have collected the most statistically sig-

nificant results, is presented on a grid of 0.01eV, the region around Kα3,4 is presented on a grid

of 0.1eV, and the region in the tails, where there is no significant structure, is gridded at 1.0eV.
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Each point is presented as a bin center energy, with an absolute energy accuracy of the bin center

of 0.002eV within 95% confidence limits (per table VI, with the counting statistics contribution

removed), an intensity of the spectrum at that point, and k = 1, non-expanded counting statistics

uncertainty on that intensity. These intensities have been corrected for the efficiency slope T (E).

The data are also provided in a much sparser format, as a cubic spline coefficient table. The co-

efficients are derived from a least-squares fit of the spline to the data. This table has 102 entries,

and the resulting spline fits the data to χ2 = 1.10. Increasing the number of spline knots does not

rapidly decrease χ2. Each row of the table has three columns: energy (in eV) (e), intensity (y),

and the second derivative (y′′). If the two entries bracketing an energy e have values e1, y1, y′′1 and

e2, y2, y′′2 , then the interpolated intensity at e is found by:

h = e2− e1

a = (e2− e)/h

b = (e− e1)/h

y = a y1+ b y2+
h2

6

((
a3− a

)
y′′1 +

(
b3− b

)
y′′2

)
(29)

VIII. DISCUSSION AND SPECTROSCOPY

The choice of the 4-Lorentzian shape for the Kα1–Kα2 complex has been thoroughly discussed

by the authors of previous papers on this subject. However, the choice is essentially empirical;

there is substructure in the spectrum, and the result is well approximated by this shape, but it is

distinctly not perfect. Figure 4 of [40] shows various options for underlying structure computa-

tions. The fact that the fits over-estimate the intensity in the trough between Kα1 and Kα2 implies

that the shape is not right, and not in a simple way. If the fit were underestimating this intensity,

one could easily add another line of some width to fill in the gap; a correction is needed here in

the opposite direction. Adding other Lorentzians, per [41], to fill in 1s3d states, did not improve

the fit. Fits were also attempted used multiple Voigt functions, as in [42]; this also resulted in no

significant decrease in χ2. The measured intensity ratio for the total strength of the Kα2 complex

relative to the Kα1 complex of 0.518(2) supports current literature [40, 41].

The situation in the Kα3,4 region is more difficult; the intensity here is very low, and the com-

plex rides on the Lorentzian tails of Kα1. Figure 23 shows the measurements and fits to this region

from Figure 13 of [40]; the tails of the fit are not very good, indicating a possible issue with the as-
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meaningful satellite spectrum extraction at lower
Eexcitation values. Note that for these reasons, and the
finite energy spread in the exciting beam, remnants of
some of the emission lines are still observed at the
lowest Eexcitation spectrum, measured at the nominal
threshold of 10 010 eV. We have used a 4-Lorentzian
phenomenological fit to allow following the

variation of each underlying line, since the weaker lines
could not be refined with any confidence level. For
obvious reasons we have not attempted to reproduce
the complicated variation of the lines' intensities with
incident energy, observed in this figure, by ab initio
calculation. This would require including inter-shell
electronic correlations and other near-threshold effects 

Volume 109, Number 1, January-February 2004
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92

Fig. 13. The measured CuKα3,4 satellite spectrum (points), with its fit by the ab-initio RMCDF calculations. The fits are
based on the 1s2p → 2p2 transitions shown as a “stick diagram” in the lower panels. Note the good agreement. The lines in
the second panel are marked by the LS notation of their major constituents. The calculated 1s2s → 2s2p transitions are
shown in the third panel. The fits reveal that these transitions do not contribute to the lineshape to any detectable level.

Figure 23: Previous measurement and fits to the Kα3,4 complex, from Figure 13 of [40].

sumptions about the shape of the underlying Kα1 tail. Figure 24 shows the current measurement,

with the tails of the strong peaks subtracted using the parameters from the global fit. Note the large

number of data points in the set; the statistics here are very good, and the lines are much better

resolved than what is shown in Figure 23. The red curve shows the global fit in this region; the

agreement is very good, even in the tails of Kα3,4. The spectroscopic assignments shown are based

on [40], with one critical difference: we assign the peak on the low-energy shoulder to 3P1→
3P0
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Figure 24: Current measurement and fits to the Kα3,4 complex.

since the 3P1 →
3P2 line, which comes from the same upper state, is quite strong. The statistics

are not good enough in either the data set from [40] or in our data to resolve the α′ component of

this complex; if it is present, it is quite weak. Also, the intensity ratios are quite different. We have

no sure explanation for why the shape of the complex as we measure it is so different from that of

[40]; however, the peak sits on a steeply sloping tail of Kα1, and small errors in determination of

the shape of this tail could result in large changes to the apparent intensity of these lines.

IX. CONCLUSIONS

A new measurement of the copper Kα emission complex has been provided using a mod-

ified, coaxial double-crystal diffractometer which is capable of measurement in non-dispersive

and dispersive modes such that the zero of the angular scale is determined, resulting in a high-

resolving-power measurement with minimized uncertainty in the reference point of the angular

scale. Distilling this measurement down to a small set of parameters, as has been done in pre-

vious work, results in an incomplete representation of the data, and the fine details of how the

reduction is done (fitting peak window for quadratic fit to peak tops, number of Lorentzians in a

more complex fit, weighting of different regions of a fit) affect the extracted parameters strongly.
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These systematic biases require enlarging previously published uncertainties for parameter values,

of which there are only 2 primary, SI traceable measurements (Deslattes and Härtwig). Because

of this, we provide two representations of the entire shape of the spectrum in this region as sup-

plementary data: a binned-statistics presentation of the original data, and a least-squares cubic

spline which provides a compact representation of the spectrum with high fidelity to the under-

lying measurements. Both of these representations are provided with respect to an energy scale

which is traceable to the SI definition of the second, with a k=2 expanded uncertainty in this scale

of ∆E/E = 2.5×10−7.
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